Estimation of visibility of phase contrast with extraction voltages for field emission gun electron microscopes.
Estimation was made for visibility of phase contrast with varying extraction voltages. The resulting decay rates of visibility show that images with low image contrast from cryo EM will be seriously impacted with high extraction voltages.